[Digital X-ray apparatus "Sibir'". Measurement of the value of a signal].
For objective measurement of digital detectors, the authors show it necessary to be limited to the quantum efficiency of recording for assessing the accuracy of measuring the value of a signal and to the frequency-contrast characteristics for estimating spatial accuracy. Since a computer is an integral part of the digital detector, this cannot be a basic obstacle to the application of the proposed procedure.